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FOREWORD

Under contract to the U.S. Army Communications and Electronics Materiel
Readiness Command (CERCOM), ARINC Research Corporation determined the feasi-

bility of replacing special purpose (SP) test, measurement, and diagnostic

equipment (TMDE) with off-the-shelf (OTS) electronic test equipment (ETE)
(or general purpose (GP) TMDE].

The work was performed under Contract DAAB07-78-A-6606, Delivery Order
BG-03, a basic ordering agreement. The period of performance was 1 June

1979 to 28 April 1980.

ARINC Research Corporation gratefully acknowledges the invaluable assist-

ance of Messrs. Vincent G. Calfapietra and Richard Pribyl of the Special

Equipment Support Division, Directorate of Maintenance Engineering, CERCOM.
We are also grateful to Messrs. Eli J. Dworkin and James A. Carter, of the

same Directorate, for their interest and guidance during the study.
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ABSTRACT

This report describes the results of a contract effort to determine
the feasibility of replacing special purpose TMDE with off-the-shelf elec-
tronic test equipment, i.e., general purpose TMDE. The results are based
on a review of more than 1,000 special purpose (SP) TMDE listed in the DA
TMDE Register (DA PAM 700-20/21) and a detailed review and analysis of 20
selected SP TMDE and the end systems they support.

The contract under which the work was performed is one of a group of
contracts related to the CERCOM TMDE standardization effort.
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SUMMARY

The work reported on herein was performed under a contract that is one
of a group related to the CERCOM TMDE standardization effort. It was spe-
cifically directed toward determining the feasibility of substituting off-
the-shelf electronic test equipment (general purpose TMDE) for special
purpose TMDE. The study consisted of five interrelated tasks:

" Identify Special Purpose (SP) TMDE Assets

" Update General Purpose (GP) TMDE Data Base

' Determine Test Capabilities of Selected SP TMDE

-'-Identify Common and Unique Test Requirementsj,.- f

Determine Best Mix of Off-The-Shelf Electronic Test Equipment
(OTS ETE) for Each Selected SP TMDE

The results are based on detailed examination of the technical per-
formance characteristics of 20 SP TMDE selected from more than 1,000 items
previously categorized as SP TMDE.

The conclusions reached are as follows:-,

-"X significant portin of the present inventory of SP TMDE could be
replaced by a prudent selection of GP TMDE based on the 20 SP TMDE, ,.

T The use of groups of multipurpose GP TMDE in place of SP TMDE could
result in significant cost savings (or avoidance).

The following actions are recommended:

" Remove identified SP TMDE from inventory at the direct support/
general support/depot (DS/GS/D) levels and return to stock for
issuance to 0-level requirements, and replace these items at DS/
GS/D levels with functionally equivalent GP TMDE.

* Update Maintenance Allocation Charts (MACs) to reflect present
equipment requirements.

" Study additional selected SP TMDE to further substantiate the con-
clusions reached and to expand the list of items that can be
replaced by GP TMDE.

vii
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CHAPTER ONE

INTRODUCTION

1.1 BACKGROUND

Through the years, the U.S. Army has acquired an enormous inventory
of special purpose (SP) test measurement, and diagnostic equipment (TMDE).
SP TMDE is defined in MIL-STD-1309B as follows:

Special Purpose Test Equipment. Equipment used for test,
repair and maintenance of a specified system, subsystem
or module, having application to only one or a limited
number of systems.

For comparison purposes, the definition of general purpose (GP) TMDE
as presented in MIL-STD-1309B is also shown:

General Purpose Test Equipment. Test equipment which
is used for the measurement of a range of parameters
common to two or more equipments or systems of basi-
cally different design.

The procurement of SP TMDE over the past several years has broadened
to include various makes and models that typically can be used with only
one Communications-Electronics (C-E) end item or system. Currently, this
expanded inventory includes SP TMDE with overlapping or redundant capabil-
ities, resulting in increased logistics costs. Further, the procurement
and reprocurement costs of SP TMDE are often excessive because of the one-
time development and production setup costs associated with their procure-
ment and the typical low densities of each type acquired over which these
costs are amortized.

SP TMDE usually represents a composite of GP TMDE capabilities that
can be combined for convenience into a single configuration for testing a
specific C-E end item. The stimuli and measurement capabilities of the SP
TMDE are usually limited to those specifically required to support the des-
ignated end item. These limitations, which may be cost-effective in the
support of a given weapon system, often prevent using the TMDE in support
of other C-E systems. Significant cost benefits might be realized if GP
TMDE could be identified that satisfy most SP TMDE applications, particu-
larly at the higher levels of maintenance. In addition, surveys of the
off-the-shelf (OTS) electronic test equipment (ETE) market indicate that
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some commercial manufacturers offer products that consist of various com-
binations of GP TMDE, e.g., a spectrum analyzer, signal generator, and
power meter combined into a radio or radar test set. These OTS combination
sets could potentially replace several SP TMDE now in the Army's inventory.

In 1976 ARINC Research initiated a project for the U.S. Army Communi-
cations and Electronics Materiel Readiness Command (CERCOM) to perform an
engineering analysis and determination of U.S. Army TMDE requirements.
This project was part of an overall Army program to standardize TMDE and
to minimize the number of GP items. The study was directed toward preparing
specifications to facilitate the competitive procurement of GP OTS ETE and
resulted in the development of 98 Military (OTS ETE) Specifications. How-
ever, hundreds of TMDE were specifically excluded from consideration in
that study because they were defined as SP TMDE. There is now a need to
address those excluded SP TMDE as well as new SP TMDE added to the Depart-
ment of the Army (DA) TMDE Register since 1976. It is also necessary to
update the GP TMDE data base developed in 1976 to include new GP TMDE added
to the DA TMDE Register since that time. This update will assist CERCOM
in developing detailed economic analyses to support the replacement of the
existing Army GP TMDE inventory with OTS ETE.

To address SP TMDE and update the GP TMDE data base, ARINC Research
Corporation was tasked, under Contract DAABO7-78-A-6606, Delivery Order
BG-03, to perform an engineering analysis of SP TMDE to determine the fea-
sibility of replacing SP TMDE with OTS ETE or appropriate GP TMDE and to
update the existing GP TMDE data base.

1.2 OBJECTIVE

The overall objective of the study is to determine the feasibility of
replacing SP TMDE with OTS ETE. Specific project objectives are as follows:

. Identify and describe U.S. Army SP TMDE assets

• Update GP TMDE data base

. Determine capabilities of and requirements for selected SP TMDE

. Identify common and unique test requirements

0 Determine the best mix of OTS ETE for each selected item of SP TMDE

1.3 OVERVIEW OF WORK PERFORMED

Achievement of the study objectives required a series of interrelated
tasks.

t In Task 1 the SP TMDE assets of the U.S. Army, as reflected in DA PAM
700-21/20, were identified and categorized into SP TMDE families. The
individual technical characteristics of each SP TMDE item were then encoded
for subsequent display and analysis in computer printouts. As a result of
the analysis, a composite of technical characteristics for each SP TMDE
family was developed.

1-2
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In Task 2 the ARINC Research GP TMDE data base developed under Contract
DAEA18-72-A-0005/0007 was updated to include all GP TMDE listed in the
current DA TMDE Register. This update added items that were "new" since
the last update and deleted items that were no longer in the Register.
The final step in this task was to update the TMDE Cross-Reference List
(TCRL), developed under the same contract, to include the newly added GP
TMDE.

In Task 3, 20 items of SP TMDE were selected for detailed analysis
during the remainder of the study. The technical characteristics as
described in their respective technical manuals were encoded for each of
the selected items, and the test and measurement requirements of the end
items they supported were reviewed. In parallel with this analysis, a
field survey was conducted to confirm the selected SP TMDE application,
test procedures, and needs.

During Task 4, test requirements and capabilities of all items of SP
TMDE and the end items they supported were examined to determine which were
common and which were unique. Common requirements are defined as those
common to many types and classes of equipment. Unique requirements are
defined as peculiar or specific to one type or class of equipment. For
each common test requirement or capability, a Military (OTS ETE) Specifica-
tion and a U.S. Army Preferred Items List (PIL) TMDE that met or exceeded
the testing need were identified. For each unique test requirement or capa-
bility, we planned to examine up to five OTS ETE that met or exceeded the
test needs. The characteristics of these OTS ETE were to be encoded for
subsequent analysis. However, we were unable to identify a large enough
quantity of such OTS ETE to permit a comparison and therefore terminated
this phase of the effort. Finally, during Task 4, we were to make a sepa-
rate evaluation of the field environment in which the selected SP TMDE is
employed to determine the conditions under which the OTS ETE must operate.

In Task 5 the best mix of OTS ETE that met both the common and unique
test requirements and capabilities for all selected SP TMDE and their
respective supported end items was determined by identifying PIL items of
GP TMDE whose performance characteristics were at least as good as those
of the SP TMDE. In addition, the technical characteristics of the other
SP TMDE (encoded during Task 1) were reviewed to determine the potential
for any additional SP TMDE replacements.

Task 6 was the preparation of this final report, which presents the
results of each of the previous tasks and the conclusions and recommenda-
tions of the study.

1.4 REPORT ORGANIZATION

Chapter Two describes the study approach, Chapter Three presents the
results, and Chapter Four provides the conclusions and recommendations.
Appendixes A through F present supporting details.
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Because of their bulk, two appendixes are published separately in
Volume II of this report:

" Appendix C - U.S. Army Special Purpose TMME Parameters

" Appendix D - Definition of Special Purpose Specficactions

1-4



CHAPTER TWO

TECHNICAL APPROACH

The technical approach used to meet the project objectives consisted of
the following tasks:

Task 1: Identify and Describe SP TMDE Assets

Task 2: Update GP TMDE Data Base

Task 3: Determine Selected SP TMDE Test Capabilities

Task 4: Identify Common and Unique Test Requirements

Task 5: Determine Best Mix of OTS ETE for Each Selected SP TMDE

Task 6: Prepare Final Report

2.1 TASK 1: IDENTIFY AND DESCRIBE ARMY SP TMDE ASSETS

The Army's present inventory of SP TMDE was identified, and descriptive
and key technical characteristics were encoded for subsequent display and
analysis in computer printouts. These data were derived from SB 700-20, DA
PAM 700-20/21, appropriate technical manuals (see Appendix A for list of
publications), and the computer printouts and listings developed under Con-
tract DAEA18-72-A-0005/0007. These latter listings contain brief descrip-
tive data related to the SP TMDE that were excluded from the GP TMDE study
previously mentioned. The following list presents the data elements that
were encoded for each SP TMDE, where these data were available in the data
sources described above:

* Joint Electronic Type Designator (JETD)

. Manufacturer's Model Number and FSCM (Federal Supply Code for
Manufacturers)

. Nomenclature

. National Stock Number (NSN)

. Line Item Number (LIN)

• Technical Characteristics as Listed in DA PAM 700-20/21

0 C-E End Item Supported

0 SP TMDE Technical Manual Number (Operator Manual)
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In addition to these data elements, each SP TMDE was assigned an SP
TMDE family code to facilitate grouping and analysis of similar SP TMDE.
The family code consists of three numerical characters, with each code
depicting a specific type of SP TMDE (e.g., 039 Power Meter, AC, 311 Radio
System Test Set). These family codes were originally developed as part of
an earlier effort (DAEAl8-72-A-0005/0007) that categorized SP TMDE as
Family Code 200. While the sequence is arbitrary, it permits assembly of
like TMDE by computer. The original list had some unassigned blocks of
numbers (3XX, SXX), and those were arbitrarily assigned to newly identified
SP TMDE families. The SP TMDE family codes are listed in Appendix B.

To complete Task 1, a composite of technical characteristics of each
family of SP TMDE was extracted, encoded, and displayed in a computer print-
out. The composite reflects the maximum and minimum values of each tech-
nical parameter encoded, e.g., frequency range of 10 MHz to 1.6 GHz, band-
width of 3 kHz to 150 MHz.

To reduce project cost and period of performance, the computer input
(card types) and output (computer printouts and listings) transactions
developed under Contracts DAEAI8-72-A-0005/0007 and BG-02 were used to
encode and display data related to this study. Minor modifications were
introduced as required. The data base structure is described in detail in
ARINC Research Publication 1076-01-1-1693, dated December 1977, Establish
Project Data Base Structure for the Definitization of Specifications for
Families of Off-The-Shelf (OTS) Electronic Test Equipment (provided to
CERCOM under Contract DAEAl8-72-A-0005, Delivery Order BG-02).

2.2 TASK 2: UPDATE GP TMDE DATA BASE

The GP TMDE data base* developed under Contract DAEAl8-72-A-0005/0007
was updated to reflect those GP TMDE which were added to the DA TMDE Reg-
ister since June 1976. This update was accomplished by comparing the
existing data files with the current DA TMDE Register (April 1979) and
encoding the new TMDE listed in the Register by appropriate identification
data for inclusion in the data base. Further, all TMDE listed in the data
base that did not have a corresponding entry in the Register were assigned
a Family Code of "999" (999 = NOT LISTED DA PAM 700-20/21). The technical
parameters shown in the Register were then reviewed and, where applicable,
one or more of the 98 Military (OTS ETE) Specifications were designated as
potential replacements. The results of the review were then encoded and
the TMDE Cross Reference List (TCRL) updated to reflect the newly added GP
TMDE.

I *While frequency counters and oscilloscopes are included in the GP TMDE

data base, they were not included in the TCRL because none of the 98
Military (OTS ETE) Specifications represent these families of TMDE.
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2.3 TASK 3: DETERMINE SELECTED SP TMDE TEST CAPABILITIES AND REQUIREMENTS

Task 3 was initiated with the selection of a number of SP TMDE for
study. The following criteria were used in the selection:

" SP TMDE must be Standard A (listed in SB 700-20).

" The technical manuals for the selected SP TMDE and the specific
end item they support, if applicable, must be listed in TM 11-5800-
213-L.

" Each selected SP TMDE will be primarily an electronic test set
rather than an electromechanical test set.

" The latest model in the SP TMDE or end item series will be selected,
if publications are available.

" Neither the selected SP TMDE nor their respective supported end
items should be a classified system, since this might preclude an
analysis of the various test requirements.

Of the many items that satisfy these criteria, 20 were selected arbitrarily
to include as many family codes as possible. The selected SP TMDE were
used to determine the feasibility of replacing SP TMDE with OTS ETE and
therefore formed the basis for a detailed review and analysis during the
remainder of the study. Technical source data for SP TMDE and their respec-
tive supported end items are listed in Appendix A.

Following the selection process, the detailed technical parameters (as
described in their respective technical manuals) for each selected item of
SP TMDE were encoded for subsequent listing in various computer printouts.
These printouts facilitated the analyses of Task 3 and all subsequent tasks,
e.g., in determining the existence of similar or overlapping test capabil-
ities, total test capability, and alternate test methods.

The C-E end item supported by each selected item of SP TMDE was eval-
uated to determine the requirements of the tests to be performed by the SP
TMDE, the maintenance level at which these tests are performed, and the
results expected from each test. The C-E end item technical manuals are
the designated source documents for this analysis and are listed in Appendix
A. A survey was conducted through CERCOM field representatives (Logistics
Assistance Offices) to confirm the selected SP TMDE's field application
and test procedures. For this survey, a questionnaire was devised (see
Figure 2-1).

2.4 TASK 4: IDENTIFY COMMON AND UNIQUE TEST REQUIREMENTS

Using the results of Task 3, we examined each test requirement for
each separate SP TMDE to determine which are common (i.e., could be met by
an item of GP TMDE) and which are unique to the C-E end item. For each
common test requirement, we identified Military (OTS ETE) Specifications
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Type Designator ___________________ Nomenclature _______

End Item Supported_________ ________

Do you use the item indicated for the purpose intended?

Mrthn50 to85% 15 to 50% Less tan

othtieothtmeof the time of the time

If not more than 85% of the time, why not?

Explain __ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _4

What do you use?

List items _________________________ ____

Would you prefer using GP TMDE instead of SP TMDE?

Explain __ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _

What test procedures do you follow?

Identify TM and paragraph no. _______ ______________

(continued)

Figure 2-1. SP TMDE QUESTIONNAIRE
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What level of maintenance does each test represent?

Operator/Crew j General Support I

organizational Depot E I i
Direct Support j~~
Are any supplemental items of TMDE used other than those shown in the TM?

List

If the designated SP TMDE is unavailable (NORM, calibration, etc.), could you
perform the required test with GP TMDE?

Yes No

Explain

What are the environmental conditions under which the TMDE is used?

Fixed (Sheltered)

Field (Exposed)

Figure 2-1. (continued)
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that met the test requirement. Where applicable, we also identified a
TMDE item in the U.S. Army Preferred Items List (PIL) that met the test
requirement.

For each C-E end item with unique test requirements that must be sat-
isfied by the SP TMDE as designed, it was planned to identify up to five
OTS ETE that met or exceeded those requirements. In this way the avail-
ability or nonavailability of existing OTS ETE that could satisfy the unique
test requirements would be determined. However, very few specific items
could be identified, and this portion of the effort was terminated.

In Task 4 a separate evaluation was to be made of the field c vironment
in which the selected SP TMDE or replacement OTS ETE must function. This
evaluation required review of the respective C-E end item technical manuals
and, particularly the Maintenance Allocations Charts (MAC), to determine
whether the OTS ETE is a suitable replacement for the SP TMDE, given the
expected operational employment conditions in which it must perform. It
was also planned to examine the differences between the SP TMDE and the
potential replacement OTS ETE to determine relative ease of field operations
for the field user or for a fixed site environment. A questionnaire was
prepared for distribution to the Logistics Assistance Offices so that the
field data needed for the evaluation could be obtained. Unfortunately,
data were not received in response to the questionnaires in time for inclu-
sion in this report. Should these data be received later, CERCOM can read-
ily extract data pertinent to the TMDE usage and field environment.

Those SP TMDE which are considered not to be replaceable by OTS ETE
(e.g., special test harnesses designed specifically for use with a partic-
ular C-E end item) were excluded from Task 5.

2.5 TASK 5: DETERMINE BEST MIX OF OTS ETE FOR EACH SELECTED SP TMDE

For each of the applicable SP TMDE, the best mix of OTS ETE that met
common test requirements of the C-E end item supported was determined. Every
effort was made to select items of OTS ETE that could perform the required
functions by themselves, with "add ons" that would, for example, extend
range and broaden capability, as necessary. If there were available several
items of OTS ETE (GP TMDE) that could provide the functions required, only
one of which was on the PIL, the item selected was the PIL item.

2.6 TASK 6: PREPARE FINAL REPORT

This final report was prepared to present the scope, objectives, tech-
nical approach, results, and conclusions and recommendations of the study.
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CHAPTER THREE

STUDY RESULTS

This chapter presents the results of a study effort to determine the
feasibility of replacing SP TMDE with OTS ETE.

3.1 TASK 1: IDENTIFY AND DESCRIBE ARMY SP TMDE ASSETS

Initially, 1,044 items of U.S. Army SP TMDE were identified as Family
Code 200 and had been excluded from the earlier study of GP TMDE. These
SP TMDE were assigned to family codes other than 200 in accordance with
their usage and technical characteristics. Of these intial items, 593 were
assigned to newly established family codes. The number in each of these
families is shown in Table 3-1*. The remaining 451 TMDE were placed in
other TMDE families that were excluded from this study (e.g., hydraulic,
electromechanical) or were classified as GP TMDE. These SP TMDE family
codes are presented in Appendix B, and the performance parameters are
listed in Appendix C. Appendix D definitizes the SP specifications for
each SP TMDE family and facilitates the comparison of technical parameters
between U.S. Army SP TMDE within that family. Appendix E lists the com-
posite SP specification parameters for each SP TMDE family.

3.2 TASK 2: UPDATE GP TMDE DATA BASE

The results of Task 2 were transmitted to CERCOM via a letter report,
with the following updated listings as attachments:

. Alphanumeric listing by type designator

. Alphanumeric listing by manufacturer's model number

* Alphanumeric listing by family code

* Part I TMDE Cross-Reference List

. Part II TMDE Cross-Reference List

*Because of their length, the tables and the figure are presented at the

end of this chapter.
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3.3 TASK 3: DETERMINE SELECTED SP TMDE TEST CAPABILITIES AND REQUIREMENTS

The SP TMDE listed in Table 3-2 were selected to determine the feasi-
bility of replacing SP TMDE with OTS ETE. Appendix D contains the detailed
technical parameters of each selected SP TMDE. Appendix E presents the
specification parameters of the selected SP TMDE. Appendix F lists the
selected SP TMDE in the following sequences: Type Designator Sequence, SP
TMDE Family Code Sequence, LIN Sequence, and End Item(s) Supported Sequence.
Examination of the test capabilities (from SP TMDE technical manuals) and
test requirements (from C-E end item technical manuals) disclosed that
there were some MACs in which the SP TMDE item was not identified. The
requirement for such SP TMDE is developed by reference (in the SP TMDE
technical manual) to the C-E end item it is intended to support.

3.4 TASK 4: IDENTIFY COMMON AND UNIQUE TEST REQUIREMENTS

The test requirements (determined from the technical manuals for the
supported end items) and the test capabilities (determined from the tech-
nical manuals for the SP TMDE) were examined for the specific purpose of
identifying common and unique test requirements. As previously stated,
common requirements have been defined as those which are common to many
types and classes of equipment. For example, measurements of transmitter
output frequency or power are common to all transmitters. The determina-
tion of pulse train coding, however, may be unique to transponder test sets
and require special (or unique) test equipment or test techniques. The
special (or unique) modulation techniques utilized in navigational systems
(e.g., VOR, LOC, ILS) would qualify those test requirements as unique.

The results of Task 4 are presented in Figure 3-1, which provides test
description, purpose, and maintenance level at which the test is performed
for each of the SP TMDE items listed in Table 3-2. From the specifications
prepared for OTS ETE under Contract DAAB07-78-A-6606/BG-0001, specifications
were selected whose requirements were at least as demanding as the test
requirements of the end item supported by the SP TMDE. In addition, U.S.
Army PIL TMDE were selected that provided the same functional capabilities
as the SP TMDE, also shown in Figure 3-1.

After establishing the existence of an item of GP TMDE that is func-
tionally equivalent to the identified SP TMDE, we judged that the GP TMDE
could replace the SP TMDE in question. However, we considered SP TMDE,
when designated for use at the O-level, to have such features as convenience
(usually no need to set stimuli or interpret responses -- go/no-go indica-
tions), simplicity (no mistake in application since use is limited to one
specific end item), and ruggedness (usually designed for field environment
rather than fixed or sheltered environment). At higher maintenance levels,
there is usually an adequate supply of GP TMDE (e.g., multimeters, fre-
quency counters, signal generators) already available at the facility as
defined in its TDA. This GP TMDE could replace the SP TMDE, releasing it
for return to stock for issue against O-level requirements. Of course, if
there is no GP TMDE functional equivalent, no substitution is possible
and the SP TMDE must be retained at all levels. Table 3-3 summarizes the
recommendations for each of the items of SP TMDE.

3-2
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A planned part of Task 4 was the evaluation of the questionnaires
returned from the Logistics Assistance Offices (LAOs). As pointed out
earlier, no data were returned from the LAOs; therefore, no results have
been summarized.

3.5 TASK 5: DETERMINE BEST MIX OF OTS ETE FOR EACH SELECTED SP TMDE

U.S. Army PIL TMDE that provided the test capabilities required were
selected. This selection results in the smallest number of types of equip-
ment for the maximum range of measurements. In performing various tests
at DS/GS/D maintenance levels, it would be desirable to have the most ver-
satile TMDE available to minimize the numbers of equipments required and
the investment. The best mix was determined, therefore, by selecting
those TMDE which met a given set of performance requirements and, with
appropriate relatively low-cost accessories, could extend their range to
include several additional sets of requirements. The selected best mix
for the various measurements is presented in Table 3-4, which also shows
the SP TMDE that would be replaced by the GP TMDE.

For the 20 selected SP TMDE studied, the usage distribution is as
follows:

• Five for organizational maintenance, exclusively

• Seven for higher-level (DS/GS/D) maintenance use only

• Eight for use at all levels

It is recommended that all of the five used at the organizational level
only be retained in inventory for simplicity, convenience, and ruggedness
at the O-level maintenance operation. These items of TMDE are intended
for use in system performance verification; troubleshooting; and failure
sectionalization, localization, and isolation. Of the eight used at all
levels, five could be replaced by GP TMDE (one of these is used at the 0-
level; all five are used at higher levels). The other three used at higher
levels must be retained because functionally equivalent GP TMDE do not
exist. Of the seven used only at the higher levels, four must be retained
in inventory because functionally equivalent GP TMDE do not exist. The
other three can be replaced. In summary, of the thirteen SP TMDE used at
the O-level, twelve must be retained and one can be replaced by GP TMDE.
Of the fifteen SP TMDE used at DS/GS/D levels, seven must be retained and
eight can be replaced by GP TMDE. Of the seven SP TMDE that must be
retained at higher-level maintenance, one is a precision holding fixture
and one is a dedicated test harness. The remaining five could conceivably
be replaced by assorted GP TMDE that are semi-permanently wired together,
with existing or added controls preset to the desired values. These arrange-
ments would undoubtedly bear a striking resemblance to the SP TMDE being
replaced but would not offer the convenience of the SP TMDE.
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Table 3-1. POPULATION OF SP TMDE FAMILIES

FamlyNomenclature Quantity
Code

007 BATTERY TEST SET 19

039 POWER METER AC 5

046 SIGNAL GENERATOR COMB 2

048 SIGNAL GENERATOR TWO-TONE 2

058 SIGNAL GENERATOR VARIABLE PHASE 1

64 STRIP CHART RECORDER 16

083 WORD GENERATOR 6

115 RELAY TEST SET 18

123 POWER SUPPLY TEST SET 17

124 ENGINE ANALYZER 12

311 RADAR SYSTEM TEST SET 47

312 RADAR TRANSMITTER TEST SET 4

313 RADAR RECEIVER TEST SET 12

314 RADAR ANTENNA TEST SET 4

315 RADAR SIGNAL PROCESSOR TEST SET 10

317 RADAR DISPLAY TEST SET 6

318 TRANSPONDER TEST SET 21

321 RADIO COMMUNICATION SYSTEM TEST SET 65

322 RADIO COMMUNICATION TRANSMITTER TEST SET 14

323 RADIO COMMUNICATION RECEIVER TEST SET 13

324 RADIO COMMUNICATION ANTENNA TEST SET 5

325 RADIO COMMUNICATION MODEM/CODEC TEST SET 5

331 RADIO NAVIGATION SYSTEM TEST SET 15

332 RADIO NA'. IGATION TRANSMITTER TEST SET 2

333 RADIO NAVIGATION RECEIVER TEST SET 18

334 RADIO NAVIGATION ANTENNA TEST SET 3

337 RADIO NAVIGATION DISPLAY TEST SET 2

340 SUBASSEMBLY TEST SET 15

341 CRYSTAL TEST SET 8

(continued)
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Table 3-1. (continued)

Family Nomenclature Quantity
Code

360 OPTICAL TEST SET 33

361 PHOTOGRAPHIC TEST SET 22

362 INFRARED TEST SET 13

381 WEAPONS MISSILE TEST SET 24

382 WEAPONS CONVENTIONAL TEST SET 16

383 WEAPONS NUCLEAR 12

384 CONCEALED PERSONNEL TEST SET 3

390 SIGNAL SIMULATORS TEST SET 3

391 AUDIO OUTPUT TEST SET 6

511 NAVIGATION INERTIAL SYSTEM TEST SET 4

512 NAVIGATION INERTIAL SENSOR TEST SET 11

513 NAVIGATION INERTIAL COMPUTER TEST SET 6

514 NAVIGATION INERTIAL DISPLAY TEST SET 3

515 NAVIGATION INERTIAL SERVO TEST SET 10

521 NAVIGATION RADAR SYSTEM TEST SET 4

522 NAVIGATION RADAR TRANSMITTER/RECEIVER TEST SET 2

523 NAVIGATION RADAR SIGNAL PROCESSOR 1

541 AUTOPILOT/STABILIZATION SYSTEM TEST SET 19

542 AUTOPILOT/STABILIZATION SENSOR TEST SET 12

543 AUTOPILOT/STABILIZATION COMPUTER TEST SET 5

544 AUTOPILOT/STABILIZATION ACTUATOR TEST SET 2

560 TELEPHONE TEST SET 15

3
I
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Table 3-3. RETAIN OR REPLACE RECOMMENDATIONS FOR RETENTION AND REPLACEMENT

Selected SP TMDE Included in Study Army GP TNDE
Functional Equivalent

Recommendation

Maintenance (Retain or Replace)
Level DA (SP TMDE)

Type at Which Used Measurements Type DA
Designator item Performed Designator IteS

0 DS/GS/D 0-Level Ave,Level

AN/AAM-36 Yes X Optical None Retain

AN/APM-123 Yes X X Frequency CP772A/U, PL1320/U Yes Retain Replace

Receiver sensitivity AN/URM-64A-l Yes Retain Replace

Transmitter power AN/USM-161 Yes Retain Replace

Coding AN/USM-281C Yes Retain Replace

AN/ARM-5A Yes X System performance AN/URM-70, MD83A Yes Retain

AN/ARM-45 Yes X Frequency CP772A/U, CV-2002U Yes Replace

Receiver sensitivity A/USM-44C Yes Replace
AN/UR-105 Yes Replace

Transmitter power AN/URM-120 Yes Replace
ME/303A/U Yes Replace
AN/URM-105 Yes Replace

AN/ARM-92B X System performance None Retain

AN/ARM-93 Yes X Frequency AN/USM-205A Yes Replace
CP772A/U Yes Replace

Receiver performance AN/USM-205A Yes Replace
TS-585/U Yes Replace
AN/URM-105 Yes Replace
ME-459/U Yes Replace

DF Control AN/USM-205A Yes Replace
performance AN/URM-105 Yes Replace

AN/USM-140 Yes Replace

Inverter performance AN/URM-105 Yes Replace
CP772A/U Yes Replace

AN/ARM-94 yes x x Frequency CP772A/U, CV2002/U Yes Retain Replace

Power out AN/URM-120 Yes Retain Replace

Frequency deviation ME-57/U Yes Retain Replace

AN/ARM-109 No X System performance None Retain

AN/ASM-80A Yes X X System performance None Retain Retain

AN/ASM-113 Yes X X System performance None Retain Retain

AN/ASM-299 Yes x System performance None Retain

AN/ASM-330 No X K Troubleshooting None Retain Retain

System performance None Retain

AN/FCM-5B Yes X Fault isolation/ TS-26A/TSM Yes Retain
location ZM-4B/U Yes Retain

System performance None Retain

AN/GPM-46A Yes K X System performance TS-352/U Yes Retain Replace

Special tests None Retain Replace

AN/GR-33C Yes K System performance IP1216(P)/GR Yes Replace
PLI40G/U, PLI388/U Yes

SG1125/U Ye

(continued)

3-7

- 1



Table 3-3. (continued)

Selected SP THDE Included in Study Army GP TDE
Functional Equivalent

- Rcoxmendation
Maintenance (Retain or Replace)

DA Level (SP TMDE)
Type PIL at Which Used Measurements Type PIL

Desijnator Item Performed Designator Item S/S/D

0 DS/GS/D O-Level Level

AN/GRM-55C Yes X X Troubleshooting AN/USM-44C Yes Retain
AN/USM-205A Yes Retain
ME-303A/U Yes Retain
CP-77' A/U Yes Retain
AN/UR-120 Yes Retain
IPl216(P)/GR Yes Retain
PL1406/U, PL1388/U Yes

System performance AN/USM-44C Yes Replace
ME-303A/U Yes Replace
CP-772A/U Yes Replace
AN/URM-120 Yes Replace
rPl216(P)/GR Yes Replace
PL1406/U, PL1388/U Yes
F1414/U NO

AN/UPM-33 Yes X X System performance IP1216(P)/GR Yes Replace Replace
PLI400/U Yes
F1414/U No
PL1388/U Yes

AN/URM-157 Yes X System performance None Retain

TS-147D/UP Yes X Frequency CP-772A/U, PL1320/U Yes Retain

Sweep width 1P1216(P)/GR Yes Retain
PL1388/U Yes Retain
PL1400/U Yes Retain
F2414/U Yes Retain

Power out AN/USM-161 Yes Retain

Receiver sensitivity MX8364A(P)/USM308 Yes Retain
PL1304/USM308(V) Yes Retain

Pulse train None None Retain

TS-538C/U No X Frequency CP772A/U, PL1320/U Yes Retain

Receiver sensitivity AN/URM-64A-l Yes Retain

Power out AN/USM-161 Yes Retain

3-8
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Table 3-4. GP TISI BEST MIX RECOMMENDATION

M ueetGIP TM GIP T I)E SPTbI
Instrument Type Range of Measurements Items

P:ra t" e r Nomenclature Designator Replaced

Frequency Electronic Digital CP-772A/U 0 to 50 MHz (no plug-ins) AN/ARM-93Counter AN/GRM-55C

Electronic Digital CV-2002/U 20 MHz to 512 MHz AN/ARM-45
Counter with Plug-Ins AN/ARM-94

Electronic Digital PL-1320/U 50 MHz to 18 GHz AN/APM-123
Counter with Plug-Ins TS-147D/UP

TS- 538C/U

Power Test Set, RF Power AN/USM-161 2 PW to 10 mW, 10 MHz to 10 GHz P /APM-123
TS-147D/UP
TS-538C/U

Test Set, RF Power AN/UR-120 0 to 1 (W, 2 Mz to 1 GHz AN/AR1M-45
AN/ARM-94
AN/GRM-55C

Multimeter TS-585C/U 0 to 5 W, 30 Hz to 10 kHz AN/ARM-93

Multi- Multimeter AN/UR-lOS 0 to 1 kVdc, 0 to 1 kVac, AN/ARM-45

Function 30 Hz to 10 kHz AN/ARM-93

Multimeter TS-352B/U 100 mV to 1 kVac, 75 WA to AN/FCM-5B
10 Adc, 25 Hz to 5 kHz AN/GPM-46A

Multimeter ME-303A/U 0 to 300 Vac, 0 to 1500 Vdc, AN/ARM-45
0 to 150 mAdc, 20 Hz to 700 MHz AN/GRM-55C

Telephone Test Set TS-26A/TSM 0 to 600 Vdc, 0 to 100 kc AN/FCM-SB

AC Volts Electronic Voltmeter ME-459/U 10 UV to 30 Vac, 10 Hz to 10 MHz AN/ARM-93

Receiver Signal Generator AN/USM-205A 10 Hz to 10 MHz, -70 to +20 dBm AN/ARM-93
Sensitivity AN/GRM-55C

Signal Generator AN/USM-44C 10 MHz to 480 MHz, -127 to +13 d m AN/ARM-45
ANI/GRM-55C

Signal Generator AN/URM-70 with 50 MHz to 400 MHz (FM) AN/ARN-45
MD-83A/URM

Generator Subassembly MX-8364A (P)/USM-308 1 kHz to 30 GHz TS-147D/UP

Generator Subassembly PL-1304/USM-308(V) 8.0 GHz to 12.4 G~z, 30 mW TS-147D/UP
with Plug-Ins

Generator Subassembly PL-1240A/USM-308(V) 4.0 GHz to 8.0 GHz, 15 mW
with Plug-Ins

Generator Subassmbly PL-1242/USM-308(V) 1.0 GHz to 4.0 Giz, 10 mW
with Plug-Ins

Signal Generator AN/UR-64A-l 900 MHz to 2.1 GHz, -120 to 0 d AN/APM-123
TS-538C/U

Frequency Modulation Meter N-57A/U 20 MHz to 1 GHz, AI/ARM-94
Deviation Af - 0 to 1000 kHz

Resistance Resistance Bridge Z*-4B/U i ma to 10 M1 A/FCM-58

Frequency Spectrum Analyzer IP-1216(P)/GR 100 kHz to 1.25 GHI AN/FUII-33C
Spectrum PL-1388/U AN/GR-55C

PL- 1406/U
$G-1125/U

Spectrum Analyzer IP-1216(P)/GR 10 MHz to 40 GRH TS-147D/UP
with Plug-Ins PL-1400/UP

-Comon test requirements.
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CHAPTER FOUR

CONCLUSIONS AND RECOMMENDATIONS

ARINC Research reached the following conclusions from this study of
the feasibility of replacing SP TMDE with OTS ETE or with groups of GP TMDE:

. It appears that most SP TMDE can be replaced by individual GP
TMDE at the DS/GS/D maintenance levels. However, many of these
SP TMDE should be retained at the organizational maintenance
level because of the small number of DA-authorized GP TMDE at
that level.

. SP TMDE that do not have functionally equivalent GP TMDE (e.g.,
special wiring harnesses, mechanical holding fixtures) must be
retained in the inventory.

* The use of groups of multipurpose GP TMDE in place of SP TMDE may
result in a significant cost saving (or avoidance). Further study
will be required to substantiate this conclusion.

. While there may be commercial items of OTS ETE that could func-
tionally replace SP TMDE, these items are themselves SP TMDE.
Replacing SP TMDE by these limited-function, noncompetitive items
would require careful assessment in such areas as mean time between
failures (MTBF), mean time to calibrate (MTTC), mean time to repair
(MTTR), and initial cost before a decision to use them was made.

On the basis of the analysis, ARIVC Research recommends the following
actions:

0 Evaluate (quantify) the cost saving (avoidance) achieved by replac-
ing SP TMDE with groups of multipurpose GP TMDE. Following this
action, removal/replacement actions should be evaluated.

0 Consider removing the identified items of SP TMDE from inventory
at DS/GS/D levels and return to stock for issue against O-level
requirements, on the basis of the results of the cost-benefit
study.

. As the need for additional TMDE develops, consider replacing the
identified items at DS/GS/D levels with items of GP TMDE having
functional equivalence. All of the recommended replacement items

(GP TMDE) are listed on the Army PIL and should be available at
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the DS/GS/D sites in accordance with their respective TDAs.
Revision of MACs, changes in technical manuals (procedures),
and changes in test harnesses will be required.

Retain SP TMDE items at all levels to which they are issued,
where such items are indeed unique (e.g., no available GP TMDE
with functional equivalence, test harness peculiar to unit under
test, mechanical holding fixture).

" Study additional items of SP TMDE to establish another list of
GP TMDE to be substituted. A comparison of that list with the
list developed in this study could identify the additional GP
TMDE required to replace these SP TMDE at higher maintenance
levels.

" Update end-item MACs to reflect the present equipment require-
ments, since some of the MACs do not call out the SP TMDE with
which some maintenance facilities are now being routinely equipped.

" Consider replacing SP TMDE with GP TMDE to satisfy common test
requirements (e.g., measurement of frequency, voltage, current,
power), and devise SP TMDE to satisfy the unique test requirements
only (e.g., pulse coding, pulse train timing, waveform), thus
separating the unique test items from the common test items.
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APPENDIX A

LIST OF PUBLICATIONS

The publications listed on the following pages were used in support

of this study to provide source data on test requirements of end items

and test capabilities of SP TMDE.
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DA PAM 700-21-1 OTC SEP 78
04 PAM 700-21/20 OTC APR 79
'IL-STD-I3908 OTO M.AY 75
SO 700-20 DOD JAN 79
TO 11-6625-416-35 TS-147D/UP

TB 11-6625-479-35/1 ft.tASM-L13
TS 11-6625-El2-35/1 AN/GPM-46A
TM 11-12478 W/C1,z TS-147D/UP
TM 11-1249 W/Clt2p4,5,6,7 AN/LPM-33A
TM 11-2030 W/C.,29394 AN/FCm-5e
T4 11-4920-293-12 W/Cl AN/.'SM-330
TM 11-4920-293-24P AN/ASM-330

TM 11-4920- 293-35 AN/ASM-330
TM 11-4920-293-45 W/CI AN/ASM-330
T4 11-5800-213-L OTC M4Y 79
'M 11-5820-398- 12 w/C,2,3,4 RT-505
TM 11-5820-398-34P RT-505
T M 11-5820- 398-35 RT-505
TM 11-5820-523-12 W/CI,2 AN/GRM-33C
TM 11-5820-523-35 "N/GRM-33C
TM 11-5820-523-35/1 AN/GRM-33C
TM 11-5821-217-12 W/C23,4 AN/ARC-73
Tm 11-5821-217-20P AN/.-RC-73
TM 11-5821-217-34 AN/ P'iR-73
TM 11-5821- 217- 34P AN/ARC-73
TM, 11-5821-217-50 4N/tRC-73
TM 11-582L-248-12 /C1,2,3,4 4N/ eoc-L02
TM 11-5821-248-20P AN/,qC-102
TM 11-5821-248-34P AN/AqC-L02
TM 11-5821-248-35 W/C1,2 AN/A;:-102
TM 11-5826-218-12 W/C1,2 AN/ASN-33
TM 11-5826-218-12 w/C1,2 AN/OSN-33
TM 11-5826-218-20P AN/,SN-33
TM 11-5826-218-20P AN/ASN-33
TM 11-5826-218-34P AN/ASN-33
TM 11-5826-218-34P AN/ASN-33
TM 11-5826-218-35 -N/ASN-33
TM 11-5826-218-35 AN/ASN-33
T-A 11-5826-225-12 w/C1.2 AK/ARN-83
TM 11-5826-225-20P AN/APN-83

Tm 11-5826-225-34P AN/ARN-S3
TM 11-5826-225-35 W/C1,2,3 AN/ARN-83
TM 11-5826-226-20 W/cI,2 AN/ARN-82A
T 11-5826-226-34 W/C1,2,3 At/ARN-82A

Tv 11-5826-226-34P AN/I PN-82A
'4 L1-5826-226-50-1 AN/ARN-82A
T' 11-5 826-26- 10-2 IWN/hN-82 .
TM 11-5850-218-12 ,/C1,2 AK/.1T-41A
T 11-5850-218-20P AN/hqT-41A
TV 11-5850-218-35 W/.1,,3 AN/,-,14
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T M 11-5850-218-35P AN/.iT-!41A
TM 11-5850-241-12 W/C1,2,3 AN/IA $-24
TM 11-5850-241-34/1 ,/Cl AN/A.S-24
TM 11-5850-241-34/2 AN/aS-24
TM 11-5850-241-34P AN/IAS-24
TM 11-5850-241-50/1-1 h/Cl AN/IAS-24
TrM 1l-5850-241-50/1-2 h/Cl AN/A.-S-24
T M 1.1-58350-241-50/1-3 hW/Cl AN/Al.S-Z4TM 11-5850- 241- 50/2 AN/AAS-24
TM 11-5895-217-12 W/C3 ,4 ,N/APX-44
TM 11-5895-217-35 w/Cl,2,3,5,6,7 AN/APX-44
TM 11-5895-284-12 W/C1 AN/APS-948+C
TM 11-5895-284-35/1 AN/APS-948 CT M 11-5895-284-35/2 U/Cl AN/APS-948 C
T M 11-5895-284-35/4 AN/APS-948,C
T 1 11-5985-326-20 CU-1658/U
.m 11-5985-326-34p W/Cl CU-1658/U
TM 11-5985-326-35 W/Cl CU-1658/U
TM 11-6615-204-12 AN/ASW-12
TM 11-6615-204-20P AN/BSW-12
Tm 11-6615-204-35 h/CI,2 AN/$sw-12
TM 11-6615-204-35P h/Cl AN/tSW-12
TM 11-6615-241-20P AN/ASw-29
TM 11-6615-241-34p dN/ASW-29
TM 11-6615-241- 35 W/C1,2 AN/ASW-29
TM 11-6615-245-20 h/C 1t2 AN/ASN-76
TM 11-6615-245-34P h/Cl ANi/SN-76
TM 11-6615- 245- 35 ,/C1,2 AN/ASN-76
TM 11-6615-254-12 ,/C1,2 AN/ASM-299
TM 11-6615-254- 24P AN/SM-299
TM 11-6615-254-35 AN/ASM-299
TM 11-6615-254-45 '/C12 AN/ASM.299
TM 11-6625-1636-14 4N/ARd-109
TM 11-6625-1636-20P AN/ARM-109
TM 11-6625-91636-34P AN/ARM-109
'rm 11-6625-1636-35 A/Cl AN/4RM-19
T M 11-6625-1733-12 /Cl,2 AN/AAM-36
TM 11-6625-1733-40P AN/AAM-36
TM 11-6625-1733-45 %/C192 AN/AAM-36
'M 11-6625-213-12 W/Cl S S-3SC/U
TM 11-6625-213-20P TS-.538C/U
TM 11-6625-213-35 TS-538c/,t'M 11-6625-213-35P "S-538C/U
TM 11-6625-2709-12 AN/ARM-923
TM 11-6625-270920P AN/ARM-928
TM 11-6625-270935 AN/RM-92B
TM 11-6625-270940 AN/,RM-928
T M 11-6625-2709409 AN/ARM-928
T M 11-6625-297-20P AN/LPm-33A
-M 11-6625-297-35 h/Cl AN/LPM-33A
TM 1 1-6625-297-40P AN/LP,4-33A
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TM 11-6625-372-20P AN I FC,$-58
TM 11-6625- 372- 35/2 AN/FC-5e
TM 11-6625-372-350 AN/FCM-58
TM 11-6625-409-2 AN/dAM-45A

'M 11-6625-409-2 P AN/e'4-45A
Tm 11-6625-409-340 AN/ARM-45A
TM 11-6625-409-35 W/CL,2 AN/04QM-45A
TM 11-662 5-443-12P 4N/ASw-tZ
' 11-6625-443-35P AN/Asw-12
TM 11-6625-479-12 /C1,2,3,4 AN/iSM-113
TM 1L-6625-479-ZOP AN/ASM-113

TM 11-6625-479-40P AN/ASM-113
TM 11-6625-479-45 k/Ci,2 AN/ASM-113
TM 11-6625-514-12 h/C1,3,4 AN/GRM-55C
TM 11-6625-514-20P 4N/CRM-55'
TM 11-6625-514-35/1 AN/GRM-55C

TM 11-6625-514-45 W/CI,3,4 AN/C-PM-55C
TM 11-6625-514-45P /.N/CRM-55C
TM 11-6625-518-12 k/Cl,2,3 AN/iSM-80A
•M 11-6625-518-20P AN/AS.-80A
TM 11-6625-518-40P AN/SM-80A
TM 11-6625-518-45 W/CI,23,4 ANIASM-BOA
TM 11-6625- 561- 12 W/C1,2,3 AN/C-PM-46A
TM 11-6625-561-24P AN/GPM-46A

TM 11-6625-561-45 I/GPM-46A

TM 11-6625-622-34P AN/tLRM-157A
Tm 11-6625-622-40 h/Cl AN/LRM-157A
TM 11-6625-667-12 h/C1,2,3 AN/AFM-123(V|3
TM 11-6625-667-24P AN/APM-123(V)3
TM 11-6625-667-35 h/C1,Z *AN/IFM-123(V)3
TM 11-6625-667-45 h/C1,2,3 AN/AFN-123(V)3
TM 11-6625-E21-12 W/C1,2,3 AN/IARM-93
TM 11-6625-821-35-1 AN/AqM-93
TM 11-6625- eZ1-40P AN/ARM-93
TM 11-6625-E21-45 W/C1,2,3 AN/ARM-93
TM 11-6625-e28-12 h/Cl AN/ ARM-5A
TM 11-662 5- E28-20P AN/ARM-5A
TM 11-6625-e28-45 h/Cl AN/ARM-5A
TM 11-6625-834-12 W/Cl,2 AN/ARM-94
TM 11-6625-834-20P ANIARM-94
TM 11-6625-E34-35 AN/. .PM-94
TM 11-6e25-e34-40P AN/ARM-94
TM 11-6625-834-45 AN/fiRM-94

DA PAM 700-21-1 OTC SEP 78
DA PAM 700-21/20 OTO APR 79
MIL-STD-13908 CTO MAY 75
SB 700-20 OTC JAN 79
TM 11-5800-213-L OTC MAY 79
TM 11-6625-1733-12 W/C1,2 AN/AAM-36
TM 11-6625-1733-45 W/Cl,2 AN/AAM-36
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TM 11-6625-1733-40P AN/IAM-36
TM 11-5850-241-12 W/C1,2,3 AN/AAS-24
TM 11-5850-241-34/1 W/Cl AN/AAS-24
TM 11-5850-241-34/2 AN/AAS-24
TM 11-5850-241-34P AN/AAS-24
TM 11-5850-241-50/2 AN/AAS-24
TM 11-5850-241-50/1-1 h/Cl A/AAS-24
TM 11-5850-241-50/1-2 h/Cl AN/AAS-24
TM 1L-5850-241-50/1-3 h/Cl ANIAAS-24
TM 11-6625-667-12 /CI,2t3 AN/APM-L23(V)3
TM 11-6625-667-24P AN/APM-123(V)3
TM 11-6625-667-45 W/C1,2i,3 AN/APM-123fV 3
TM 11-6625-667-35 WI/C,2 AN/APM-123(V)3
TM 11-5895-284-LZ W/C. AN/APS-948+C
TM 11-5895-284-35/1 AN/APS-948sC
TM 11-5895-284-35/2 W/Cl ANiAPS-948+C
TM 11-5895-284-35/4 ANIAPS-948+C
TM L-5895-217-12 W/C3,4 AN/APX-44
TM 11-5895-217-35 h/Clt2,3,56,7 AN/APX-44
TM 11--5821-248-12 W/C1,Zl,3,4 ANIARC-102
TM 11-5821-248-20P AN/APC-102
TM 11-5821-248-34P AN/.ARC-lOz
TM 1l-5821-248-35 W/CIP2 AIi/ARC-102
TM 11-5821-217-12 /C2,3,4 AN/AAC-73
TM 11-5821-217-20P AN/ARC-73
TM 11-5821-217-34 AN/ARC-73
TM 11-5821-217-34P AN/ARC-73
TM 11-5821-217-50 AN/ARC-73
TM 11-6625-1636-14 AN/ARM-109
TM 11-6625-1636-20P AN/ARM-109
TM 11-6625-1636-34P AN/ARM-109
TM 11-6625-1636-35 h/Cl AN/ARM-109
TM 11-6625-409-12 AN/ARAM-45A
TM 11-6625-409-20P AN/AAM-45A
TM 11-6625-409-34P AN/AR,-45A
TM 11-6625-409-35 h/C1,2 AN/ARM-45A
TM 11-6625-e28-12 /Cl AN/ARM-SA
TM 11-6625-e28-45 W/C1 ANtARM-5A
TM 11-6625-828-ZOP AN/ARq-5A
TM 11-6625-834-12 W/Cl#2 AN/APM-94
TM 11-6625-e34-45 ANIARM-94
TM 11-6625-634-2OP AN/ARM-94
TM 11-6625-834-40P AN/ARM-94
TM 11-6625-834-35 AN/ARM-94
TM 11-6625-2709-12 AN/IAM-928
TM 11-6625-270920P AN/AR'-92B
TM 11-6625-270940P Ah/ARM-928
TM 11-6625-270940 AN/A R-928
TM 11-6625-270935 AN/APM-928
TM 11-6625-821-12 b1/Cl2,3l AN/,RM-93
TM LI-6625-6Z1-45 W/C1,2, 3 ANl/ARA-93
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TM 11-6625-e21-40P AN/ARM-93

TM 11-6625-e21-35-1 AN/ARM-93
TM 11-5826-226-20 W/Cl,2 AN/ARN-82A
TM 11-5826-226-34 W/CIZ3 AN/ARN-82A
TM 11-5826-226-34P AN/ARN-82A
TM 11-5826-226-50-1 AN/ARN-82A

TM 11-5826-226-50-2 AN/ARN-82A
TM 11-5826-225-12 W/Cl,2 AN/ARN-83

TM 11-5826-225-35 W/C1,2,3 AN/ARN-83

TM 11-5826-225-20P AN/ARN-83

TM 11-5826-225-34P AN/ARN-83
TM 11-5850-218-12 W/C1,2 AN/ART-41A

TM 11-5850-218-35 W/Clt23 AN/ART-41A
TM 11-5850-218-20P AN/ART-41A

TM 11-5850-218-35P ANIART-41A
TM 11-6625-479-12 W/C1,2,3,4 Ah/ASM-113

TM 11-6625-479-45 h/Cl12 AN/ASM-113

TM 11-6625-479-20P AN/ASM-113
TM 11-6625-479-40P AN/ASM-113

T8 11-6625-479-35/1 At/ASM-113

TM 11-6615-254-12 /C1,2 AN/ASM-299

TM 11-6615-254-45 W/C1,2 AN/ASM-299

TM 11-6615-254-24P AN/ASM '-299

TM 11-66L5-254-35 AN/ASM-299

TM 11-4920-293-12 W/Cl AN/ASM-330

TM 11-4920-293-45 W/C1 ANIASM-330
TM 11-4920-293-24P AN/ASM-330

TM 11-4920-293-35 AN/ASM-330
TM 11-6625-518-12 W/Ci,2,3 AN/ASM-80A

TM 11-6625-518-45 W/Cl,2,3,4 AN/ASM-80A

TM 11-6625-518-20P ANIASM-80A

TM 11-6625-518-40P AN/ASM-80A

TM 11-5826-218-12 W/C1,2 AN/ASN-33

TM 11-5826-218-ZOP AN/ASN-33

TM 11-5826-218-34P AN/ASN-33

TM 11-5826-218-35 AN/ASN-33

TM 11-5826-218-12 W/C1,2 AN/ASN-33

TM 11-58Z6-218-20P AN/ASN-33

TM 11-5826-218-34P ANIASN-33

TM 11-5826-218-35 AN/ASN-33
TM 11-6615-245-20 1/C1,2 AN/ASN-76

TM 11-6615-245-34P Wi/C1 AN/ASN-76
TM 11-6615-245-35 W/CI,2 ANI/ASN-76
TM 11-6625-443-12P AN/ASW-12

TM 11-6625-443-35P AN/ASW-12

TM 11-6615-204-12 AN/ASw-12

TM 11-6615-204-20P AhWASW-12

TM 11-6615-204-35 /C1,2 ANIASw-12
TM 11-6615-204-35P W/Cl AN/ASW-12

TM 11-6615-241-20P AN/ASW-29

TM 11-6615-241-34P AN/ASW-29
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TM 11-6615-241-35 , W/1C.2 AN/ASW-29
TM 11-2030 W/C1,2,3,4 ANiFCM-58
TM 11-6625-372-20P Ah/FCM-5B
TM 11-6625-372-35P AN/FCM-58
TM 11-6625-372-35/2 AN/FCM-58
TM 11-6625-561-12 W/CI,2,3 AN/C-PM-46A
TM 11-6625-561-45 AN/GPM-46A
TM 11-6625-561-24P ANq/GPM-46A
TB 11-6625-812-35/1 Ath/GPM-46A
TM 11-5820-523-12 W/C1,2 AN/GRM-33C
TM 11-5820-523-35 AN/CRM-33C
TM 11-5820-523-35/1 AN/CAM-33C
TM 11-6625-514-12 W/CI,3,4 AN/GRM-55C
TM 11-6625-514-45 %/C193,4 AN/GRM-55C
TM 11-6625-514-20P AN/GRM-55C
TM 11-6625-514-45P AN/C-RM-55C
TM 11-6625-514-35/1 AN/CRM-55C
TM 11-1249 W/C,2,4,5,67 ANILPM-33A
TM 11-6625-297-20P AN/LPM-33A
TM 11-6625-297-40P AN/LPM-33A
TM 11-6625-297-35 W/C1 AN/LPM-33A
TM 11-6625-622-34P AN/LRM-157A
TM 11-6625-622-40 W/C1 AN/LRM-157A
TM 11-5985-326-20 CU-1658/U
TM 11-5985-326-34P W/Cl CU-1658/U
TM 11-5985-326-35 W/C1 CU-1658/U
TM 11-5820-398-12 .WC,2,3,4 AT-905
TM 11-5820-398-34P RT-505
TM 11-5820-398-35 RT-505
TM 11-1247B hlC1.2 TS-147D/UP
T8 11-6625-416-35 TS-1470/UP
TM 11-6625-213-12 W/C1 TS-5538C/U
TM 11-6625- 213-20P TS-!38C/U
TM 11-6625-213-35 TS-538C/U
TM 11-6625-213-35P TS-538C/U
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APPENDIX B

SP TMDE FAMILY CODES

Computer printouts of TMDE family codes, sorted alphabetically and
numerically, are reproduced on the following pages. Some are codes that
were established in earlier studies, and some are newly created to accom-
modate the SP TMDE.
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Alphabetical Sequence

391 AUDIO rJUTPUT TEST SET
544 AUTOPILCT/S T ABILIZAT ION ACTLATCR TEST SET
543 AUTOPILOT/STABILIZATION COMFUT ER TEST SET
542 %UTOPILCT/STABILIZATICN ENSCR TEST SET
541 AUTOP!LOT/STAB!LIZATION SYSTEM TEST SET
545 AUTOPLOT/STAB:LIZ.,"rION WIRING H.-PNESS TEST SET
007 eArTERY TEST SET
3e4 CONSEALED PERSONNEL TEST SET
341 CRYSTAL TEST SET
124 ENGINE ANALYZER
120 FLUID FLOW TEST SET
113 GUICANCE SYSTEM TEST SET
362 INFARRED TEST SET
370 MAINTENANCE KITS TEST SET
028 MASS SPECTROMETER
513 NAVIGATION INERTIAL COMPUTER TEST SET
514 NAVIGATION INERTIAL 9ISPL.AY TEST SET
512 NAVIGATION INERTIAL SENSOR TEST SET
515 NAVIGATION INERTIAL SERVO TEST SET
511 NAVIGATION RN-RTIAL SYSTEM TEST SET
52 NAVIGATION R&ART DISPLAY TEST SET
525 NAVIGATION RADAR POWER SUPPLY TEST SET
523 NAVIGATION RADAR SIGNAL PROCESSCR
521 NAVIGA T ION -RADAR SYSTEM TEST Sr:T
522 NAVIGATION RADAR TRANSMiTTER/RECEIVEF TEST SET
360 OPTGAPL TEST SET
360 PTOGRAPHIC TEST SET
039 POWER METER AC
123 POWER SUPPLY TEST SET
314 RADAR ANTENNA TEST SET
317 RADAR DISPLAY T5S " SET

316 RADAR POWER SUPPLY TEST SET
313 RADAR ZECEIVER TEST SET
315 RADAR SIGNAL PRCCSSSCQ TEST SET
311 RADAR SYSTEM TEST SET
012 RACAR TEST SET
312 RADAR TRANSMITTER TEST SET
324 RADIO COMMUNICATION ANTENNA 'EST SET
325 RADIO COMMUNICATICN 40DEM/CCCEC TEST SET
326 RADIO COMMUNICATION POWER SLPPLY TES! SET
323 RADIO ,OMMUNICAT!N RECEIVER TEST SET
321 RADIO COMMUNICATIGN SYSTF%6 TEST SET
322 RADIO COMMUNICATION TRANSMITTER TEST SET
334 RADIO NIVIGATION INTENNA TEST SET
337 RA-dIO 1IAVIGA-ION OISPLAY TEST SET
335 RADI'O \I*V!GA\TICN MCDULATOR TEST SET
336 RtOIO "1-VIGAT!ON PCWER SUPPLY TEST SET
333 RADIO ,4AVIGATICN RECEIVER TEST SET
331 RADIO NAVIGATION SYSTEM TEST SET
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332 RAMIO IAVIGATION TPANSMITTER TEST SET
015 RADIO "EST SE"
115 RELAY TFST SET
044 SCINTILLATIOM. COUNTER
046 SIGNAL GENERATOP CCMB
048 SIGNAL GENERATOR ThC-TONE
058 SIGNAL GENERATOR VARIABLE PHASE
390 SIGNAL SIMULATORS TEST SET
200 SPEC.AL PURPOSE
064 STRIP CHSRT RECORCEP
340 SUBASSEMBLY TEST SET
560 TELEPHONE TEST SE "

318 TRANSPONDER TEST SET
382 WEAPONS CONVEN'IONAL TEST SET
381 WEAPONS MISSILE !EST SET
383 WEAPONS NUCLEAR

083 WORD GENERATOR

Numerical Sequence

007 BATTERY 7EST SET
012 RADAR TEST SET
015 RADIO TEST SET
028 MASS SPETOMETE
039 POWER METER ..C
044 SCINTILLATION ZOUNTER
046 SIGNAL GE4Er,2'OR CCMB
048 SIGNAL GENERAT'.R ThC-TONE
058 SIGNAL GEN.=ERA'OR VARIABLE PHASE
064 STRIP CH.R r RECORDER
083 WCOQ GENERATOR
113 GUIGANCE SYSTEM TEST SET
115 RELAY TEST SET
120 FLUID =LOW TEST SCT
123 DOWER SUPPLY TEST SET
124 ENGINS aNALYZER
200 SPECIL PURPOSE
311 RADAR SYST_4 TEST SCT
312 RADAR TRANSMITTER TEST SET
313 RAO R 0 .%qEEIVER TEST SET
314 RAA, ANTENNA TEST SE "

315 RACAR SIGNAL PROCESSOR TEST SET
316 QA0 R POWER SUPPLY TEST SET
317 RA3AR OISPLAY TEST SET
318 TRANSPrNOE . TEST SET
321 RADIO C1'4MUNIC4TION SYSTEM TEST SET
322 RADIO COMMUNICATION TRANSMITTER TEST SET
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323 RADIO COMMUN'ICTIIN RECEIVER TEST SET
324 RAD!O '*CMM'JNICAT!ON ANTENNA TES T SET
325 RADIO ClvMU.N!C&T!0N MODEM/CCIEC TES' SET
326 RADIO OMMUNI(. TICN POWER SLPPLY TEST SET
331 RADIO ,AVIGATICN SYSTEM T=ST SET
332" RADIO NAV!GATION TRANSA4ITTE. TEST SE7
333 RAOIO 14.AV!G-TION RECEIVER TEST SET
334 RADIO i.1.VIGA T I.JN NTEN4A TEST SET
335 QADO NAVIG4.ION mCCULATOR TEST SET
336 RADIO 4AV!GAT:ON PCWER SUPPLY TEST SET
337 RADIO 1AVIGA T! N CISFLAY TEST SET
340 SUBASSEMBLY TEST SET
341 CRYSTAL TEST SET
360 OPTICAL TEST SET
361 PHOTOGRAPHIC T-EST SET
362 INCURRED TEST SET
370 MAINTENANCE KITS TEST SET
381 WEAPONS MISSILE TSST SET
382 wE.PONS CONVENTIONAL TEST SET
383 WEAOONS .iUCLE.IR
384 CCNSE.ILED PS.RSONNEL TEST SET
390 SIGNAL SIMULATORS TEST SET
391 AUDIO OUTPUT TEST SET
511 NAVIGA T IIN INERTIAL SYSTEM TEST SET
512 NAVIGATION INEQTI.L SENSCR TEST SET
513 NAVIGArICN INEQTI.L COMPUT-R T.ST SET
514 NAVIGATIN !NER'IL OISPL. Y TEST SET
515 NAVIGA'ICN INERTIAL SERVO TEST SE-
521 NAVIGATION RlOtR SYSTEM TEST SET

522 NAVIGATION RADAR TRANSMITTEP/PECEIVEP TEST SET
523 NAVIGATION RADAR SIGNAL PROCESSOR
524 NAVIGATION RADAR DISPLAY TEST SET
525 NAVIGATION RADAR PCWER SUPPLY TEST SET
541 AUTOPILOT/STABILIZATION SYSTEM TEST SET
542 AUTOPILOT/STABILIZATION ENSCp TEST SET
543 AUTOPILOr/STABILIZATION COMPUTER TEST SET
544 AUTOPILOT/STABILIZATION ICTLATOP TEST SFT
545 AUTOPILO T /STABILIZATION WIRING HARNESS TEST SET
560 TELEPHONE TEST SET
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APPENDIX C

U.S. ARMY SPECIAL PURPOSE TMDE PARAMETERS

Computer printouts of pertinent operating parameters of SP TMDE are
reproduced on the following pages. These parameters were extracted from
the appropriate publications for the SP TMDE currently in inventory.

(Published Separately as Volume II)
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APPENDIX D

DEFINITIZATION OF SPECIAL PURPOSE SPECIFICATIONS

The following pages reproduce computer printouts of performance param-
eters of special purpose electronic test equipment, sorted by applicable
military off-the-shelf specification and by parameter. All SP ETE are
listed.

(Published Separately as Volume II)
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APPENDIX E

SPECIAL PURPOSE SPECIFICATION PARAMETERS

The following pages reproduce computer printouts of performance
requirements as specified for special purpose electronic test equipment
in military off-the-shelf specifications that were developed in an earlier
study.
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APPENDIX F

SELECTED SPECIAL PURPOSE TMDE

Computer printouts of the 20 special purpose TMDE selected for detailed
study are reproduced on the following pages.

I F- 1

4 [1



SP TMDE Type Designator Sequence

Type Family End Item
Designator Nomenclature LIN Code Supported

ANAAM36 T S OPTICAL ALIGNMENT V82236 360 ANAAS24
ANAPM123V3 T S TRANSPONDER V99347 318 ANAPX44
ANARM1O9 T S ANTENNA COUPLER V63589 324 CUL658A
ANARM4SA T S RADIO V86784 321 ANARC73
ANARMSA T S RACIO V06383 333 VHF NAV RECR
ANARM925 T S RADIO V90287 332 ANARN82A
ANARM93 T S DIRECTION FINDER SET V73847 331 ANARN83
ANARM94 T S TRANSMITTER V99295 322 ANART41A
ANASH113 SIMULATCR NAVIGATICNAL SIGNAL T56676 513 ANASN33
ANASM299 T S ATTITUDE HEADING REF SET V81485 521 ANASNT6
ANASM329 CONTROL SET TEST BENCH SET FLIGHT V69841 541 ANASWZ9
ANASM8OA ANALYZER FLIGHT LIKE A55704 541 ANASWL2
ANFCM5B T S TELEPPONE V94192 560 TELEPHCNE SYSTEMS
ANGPM46A T S R4DAR V83917 311 ANAPS94&C
ANGRM33C T S RADIO V87547 321 SSB RACIO
ANGRM55A T S ELEC CKT P I UNIT V76519 340 RTSOS
ANUPM33A T S RADAR V84328 311 RADAR SYSTEMS
ANURMISTA TEST HARDNESS RADIC SET V62066 321 ANARC102
TS14TCUP T S RADAR VI5150 311 RADAR SYSTEMS
TS583CU GENERATOR SIGNAL V88438 322 RADIOSCNDE XMTR

SP TMDE Family Code Sequence

Type Family End Item
Designator Nomenclature LIN Code Supported

ANGPM464 T S RADAR V03T17 311 ANAPS948&C
ANUPM33A T S RADAR V84326 311 RADAR SYSTEMS
TS147CUP T S RADAR ves0 311 RADAR SYSTEMS
ANAPM123V3 T S TRANSPONDER V99347 318 ANAPX44
ANARM45A T S RADIO V86784 321 ANARCT3
ANURMISTA TEST HARDNESS RADIO SET V62066 321 ANARCI02
ANGRM33C T S RADIO V7547 321 SSB RADIO
TS583CU GENERATCR SIGNAL V88438 322 RADIOSONOE XMTR
ANARM94 T S TRANSMITTER V99295 322 ANART41A
ANARM1O9 T S ANTENNA COUPLER V63589 324 CUIS8A
ANARM93 T S DIRECTION FINDER SET V73847 331 ANARN83
ANARM92B T S RADIO V90287 332 ANARN82A
ANARM5A T S RADIO V86383 333 VHF NAV RECR
ANGRM5SA T S ELEC CRT P I UNIT V76519 340 RTSO5
ANAAM36 T S OPTICAL ALIGNPENT V02230 360 ANAAS24
ANASM113 SIMULATCR NAVIGATICNAL SIGNAL T56676 513 ANASN33
ANASM299 T S ATTITUDE HEAOING REF SET V81485 521 ANASNT6
ANASM329 CONTROL SET TEST BENCH SET FLIGHT V69841 541 ANASW29
ANASM8OA ANALYZER FLIGHT LINE A59704 541 ANASWI2
ANFCM9S T S TELEPHONE V94192 560 TELEPHCNE SYSTEMS
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LIN Sequence

Type Family End Item
Designator Nomenclature LIN Code Supported

ANASMeO4 ANALYZER FLIGHT LIKE A55704 541 ANASW12
ANASM113 SIMULATOR NAVIGATICNAL SIGNAL T56676 913 ANASN33
ANURMiSTA TEST HARDNESS RADIC SET V62066 321 ANARC1O2
ANARM1O9 T S ANTENNA COUPLER V63589 324 CU658A
ANASM329 CONTRCL SET TEST BENCH SET FLIGHT V69841 541 ANASW29
ANARM93 T S DIRECTION FINDER SET V7384T 331 ANARN83
ANGRM55A T S ELEC CKT P I UNIT V76519 340 RTS5OS
ANASM299 T S ATTITUDE HEACING REF SET V81A6S 521 ANASN76
ANAAM36 T S OPTICAL ALIGNMENT V82238 360 ANAAS24
ANGPM46A T S RACAR V83917 311 ANAPS9AB&C
ANUPM33A T S RADAR V84328 311 RADAR SYSTEMS
TSI4TDUP T S RADAR V8S150 311 RADAR SYSTEMS
ANARMSA T S RADIO V86383 333 VHF NAV RECR
ANARM45A T S RADIO VB6784 321 ANARC73
ANGRM33C T S RADIO V8547 321 SS8 RACIO
TSS83CU GENERATOR SIGNAL V88438 322 RADIOSCNOE XMTR
ANARM9Z8 T S RADIO V90281 332 ANARN82A
ANFCM5S T S TELEPHONE V94192 560 TELEPHONE SYSTEMS
ANARM94 T S TRANSMITTER V99295 322 ANART41A
ANAPM123V3 T S TRANSPONDER V9934? 318 ANAPX44

End Item Supported Sequence

Type Family End Item
Designator Nomenclature LIN Code Supported

ANAAM36 T S OPTICAL ALIGNMENT V82238 360 ANAAS24
ANGPM46A T S RADAR V83917 311 A4APS940&C
ANAPMI23V3 T S TRANSPONDER V99347 318 ANAPX44
ANURMISTA TEST HARDNESS RADIO SET V62066 321 ANARCIO2
ANARMASA T S RADIO V86784 321 ANARC?3
ANARM93 T S DIRECTION FINDER SET V73847 331 ANARN83
ANARM94 T S TRANSMITTER V99295 322 ANART41A
ANASM113 SIMULATOR NAVIGATIONAL SIGNAL T56676 513 ANASN33
ANASM299 T S ATTITUDE HEADING REF SET VA14s5 521 ANASN76
ANARM928 T S RAOIC V9028? 332 ANARN82A
ANASMSOA ANALYZER FLIGHT LIKE A55704 541 ANASW12
ANASM329 CONTROL SET TEST BENCH SET FLIGHT V69841 541 ANASW29
INARM1O9 T S ANTENNA 0OUPLER V63589 324 CUI658A
ANUPM33A T S RADAR Ve4320 311 RADAR SYSTEMS
TSATWOUP T S RADAR V85150 311 RADAR SYSTEMS
TS5S3CU GENERATOR SIGNAL V89438 322 RADIOSONDE XMTR
ANGRMS5A T S ELEC CKT P I UNIT V76519 340 RT50S
ANGRM33C T S RADIO V8S54? 321 SSB RACIO
ANFCM9B T S TELEPHONE V94192 560 TELEPHONE SYSTEMS
ANARMSA T S RADIO V86353 333 VHF NAV RECR
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